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EFFECTS OF CESIUM VAPOR ON BAYARD-ALPERT 

I O N I Z A T I O N  GAGES AT PRESSURES 

LESS THAN 10-5 TORR 

by Robert L.  Summers 

Lewis Research Center 

SUMMARY 

A study has been conducted t o  determine the  e f fec ts  of cesium vapor on 
ionization gages. Although no permanent damage t o  the gages w a s  noted over a 
period of months, temporary gage f a i l u r e  due t o  cesium plat ing on the  gage was 
noted a f t e r  a few hours a t  cesium pressures above loe6 t o r r .  

A t  pressures below lom6 t o r r ,  the response of the gage t o  changes i n  cesium 
pressure w a s  inhibi ted by the condensation of cesium on the  envelope and tubula- 
t i on .  For s tab le  pressure readings from the gage, periods of several  hours were 
required.  

The ionization-gage s e n s i t i v i t y  t o  cesium w a s  13.7 times the gage a i r  sensi-  
t i v i t y ,  with a probable e r ror  of 14 percent. 

INTRODUCTION 

The high-vacuum f a c i l i t i e s  used a t  t h i s  laboratory fo r  ion- and e l ec t r i c -  
propulsion research require pressure gages with which the system pressures may be 
monitored. During the  course of propulsion s tudies ,  pressure measurements a re  
made when condensable metal l ic  vapors, such as cesium, may be present i n  the 
vacuum space. 

The s e n s i t i v i t y  of any given ionization-gage design depends on the  species 
of gas present within the vacuum space ( r e f s .  1 and 2 ) .  
fo r  ionizat ion gages have been published f o r  many gases; however, there  i s  no 
information avai lable  concerning the use of the ionization gage i n  the presence 
of cesium vapor. It was the purpose of t h i s  study t o  generate t h i s  information. 

Values of s e n s i t i v i t i e s  

For t he  most par t ,  t h i s  study deals only with commercial gages of the 
Bayard-Alpert type, run under conditions specif ied by the  manufacturer. 

IONIZATION-GAGE SENSITIVITY 

The empirical equations governing ionization-gage operation are 
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where 

i+ measured ion current, amp 

i- measured ionizing electron current,  amp 

P pressure within gage, t o r r  

SA’SB gage sens i t i v i ty  t o  gases A and B, respectively,  torr-’ 

The subscripts are,  where convenient, the chemical symbols of the gases i n  ques- 
t i on .  

The ionization-gage sens i t i v i ty  S i s  known t o  vary with gage geometry, 
e l e c t r i c a l  parameters, and the gas species present ( r e f s .  1 and 2 ) .  
developed fo r  the ionization gage ( r e f s .  3 and 4)  a re  accurate in predicting 
t o  s l i g h t l y  more than a factor  of 2 .  

The theories 
S 

It i s  reported (refs. 4 and 5 )  that apparently ident ica l  gages could give 
var ia t ions i n  indicated pressure of about 20 percent, about the same var ia t ion 
found between dissimilar gages. 
t e r  than 20 percent ( r e f .  6 ) ,  individual gage cal ibrat ion f o r  each gas encoun- 
tered is  a necessity. 

For pressure measurements with an accuracy bet-  

For t h i s  study, the accuracy desired was a t  l e a s t  20 percent. A l s o ,  because 
of the sens i t i v i ty  dependence on e l e c t r i c a l  parameters, the parameters used were 
those recommended by the nznufacturer. 

The apparatus i s  shown i n  figures 1 t o  3. 

In the  apparatus of f igure 1, high-purity cesium metal i s  inser ted in to  and 
sealed within an ionization gage under high-vacuum conditions. 
of a l l -g lass  construction and i s  capable of  withstanding bakeout a t  35OoC. 
cesium was prepared by reduction of cesium chloride with calcium metal i n  a 
nickel or tantalum bucket. 

This apparatus i s  
The 

Because of the extreme chemical a c t i v i t y  of cesium, the apparatus was baked 
a t  a temperature of 350’ C and purged with argon pr ior  t o  reduction of the cesium 
metal. 
chloride - calcium mixture. 

System bakeout a t  this temperature caused no reaction within the cesium 
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Subsequent elevation of the bucket temperature to approximately 600' C gave 
an easily controlled reaction of the cesium chloride - calcium mixture, which 
resulted in the evolution of high-purity cesium metal. The heat source was a 
tungsten filament mounted directly in the reduction bucket. 

The cesium evolved condensed in the system directly above the gage tubula- 
tion (fig. 1). 
(approximately 30° C), so that the cesium condensed as a liquid and ran into the 
gage. Normally, 1 cubic centimeter of cesium was inserted in the gage in this 
manner. The ionlzation gage was then sealed and removed from the pumping system. 
In subsequent tests, the gage was mounted with the envelope above the tubulation 
(fig. 2). With the gage in this position, the cesium metal was driven into the 
tubulation by heating the envelope and cooling the tubulation. 

The wall temperature was held above the cesium melting point 

During preliminary studies, a marked effect on gage sensitivity caused by 
cesium purity was observed. For control purposes, it was necessary to derive a 
technique to monitor this purity. With the method of gage preparation used, the 
only probable cesium contamination after the gage was sealed was oxygen from the 
gage envelope and from the glass-metal seals produced by chemical interaction 
with the cesium. Unpublished data from other investigators indicate that oxygen 
contamination of cesium causes a freezing-point depression of 1' C for 0.6 per- 
cent oxygen content. The melting point of cesium was assumed to be 
28.49°+0.050 C. Cesium purity was determined by immersing the entire gage in a 
suitable water bath and observing the bath temperature at which the cesium 
melted. By a very slow change in the temperature, agitation of the immersed 
gage, and observation of the state of the cesium, repeated measurements of freez- 
ing points could be made to about k0.1' C, which corresponded to an uncertainty 
of less than k O . 1  percent oxygen content. Since this test assumed the presence 
of oxygen only, care was taken to remove as many sources of contamination as pos- 
sible in the preparation of the gage. The purity of the cesium was tested in 
this manner both before the tests and at frequent intervals during the course of 
the tests. 

After preparation and purity tests, the ionization gage was mounted, with 
the sealed gage tubulation containing cesium, in the controlled temperature bath 
(figs. 2 and 3). This bath was controlled by thermoelectric heat pumps and a 
servoloop, which provided a temperature control of + 0 . 5 O - C  at the outer faces of 
the bath block with no detectable temperature fluctuation in the bath proper. 
The range of controlled temperatures with this bath was -20' to 60' C. 

Figure 3 shows the general arrangement of instrumentation used with the 
apparatus of figure 2 for control and collection of data. The gage control and 
measurement system was either a commercially available control unit or an equi- 
valent system of power supplies and meters. 
gage was determined from the bath temperature, which varied less than +0.lo C 
over the bath volume. Cesium vapor pressure I? was calculated from the bath 
temperature T by the following equation from reference 7: 

The cesium vapor pressure within the 

logl$ = 10.546 - 4150/T - loglOT for T < 302' K 

with an accuracy of 1 percent over the range 220' to 350° K. 
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The tests, f o r  the most part, were conducted with the  gage envelope tempera- 
t u re  established by the normal heat  balance between radiat ion from the filament 
and convection t o  the environment. The cesium 
temperature in the  tubulation was not ra i sed  above 25' C during the  course of the 
experiments. 

This temperature was about 50' C .  

When condensables such as  cesium a r e  used, the vapor pressure, a f t e r  a 
period of time f o r  s tab i l iza t ion ,  is determined by the  point i n  the system of 
lowest temperature. 
cesium in to  the gage, the gage temperature must always be i n  excess of  the sealed 
tubulation temperature. 

For t h i s  reason and for prevention of excessive pumping of 

Preliminary t e s t s  showed t h a t  the only e f f ec t  of changes i n  envelope temper- 
a ture  was an anticipated e f f ec t  caused by t ranspirat ion.  

In  the performance of t e s t s ,  the bath temperature was varied i n  steps,  equi- 
l ib r ium conditions were established, and measurements were made. A t  the end of a 
t e s t  cycle, the tubulation was cooled t o  -20° C ,  and the gage envelope was heated 
by g r id  outgassing. This process drove the cesium from the gage in to  the tubula- 
t i on .  
background pressure were recovered. 

After the gage was allowed t o  cool, the or ig ina l  gage character is t ics  and 

The indicated background pressure within various gages with the techniques 
j u s t  described ranged from 5X10e8 t o  5 ~ 1 0 ~ ~  t o r r .  
i n  a given gage was re l a t ive ly  constant over the course of the study. 
of cesium vapor pressures used for  data was l~10"~ t o  5 ~ 1 0 - ~  t o r r .  

The background pressure with- 
The range 

RESULTS 

In  the course of t h i s  investigation, several  e f fec ts  of cesium on the ioni-  
zation gage were observed. These e f fec ts  a r e  inherent i n  the operation of ioni-  
zat ion gages in the presence of cesium. The ef fec ts  were a l l  caused by the con- 
densable nature of cesium. Anticipated e f fec ts  observed were a lengthy time 
constant of the gage i n  response t o  a s tep  pressure change, e l e c t r i c a l  leakage 
between elements, and photoelectric currents from the gr id  and the col lector  
elements. 

It was a l so  noted t h a t  any s l i g h t  contact wi.th envelope caused large s h i f t s  
i n  gage output. It i s  assumed that t h i s  e f fec t  was caused by a capacit ive ef- 
f e c t  between a p a r t i a l  coating of cesium on the in t e r io r  of the gage and the ex- 
t e r n a l  environment. Reference 8 reports  wide var ia t ions i n  gage sens i t i v i ty  and 
a t t r i bu te s  them t o  var ia t ions i n  envelope equilibrium potent ia l .  This effect ,  
a s  wel l  as  photoelectric e f fec ts  due t o  ambient l ight ing,  was removed by en- 
closing the gage i n  a su i tab le  blackened container. 

Other e f fec ts  t ha t  could not be removed were surface leakage, photoelectric 
currents due t o  the filament, and the gage l ag  i n  response t o  pressure changes. 

The time lag, or time constant, of various gage configurations and condi- 
t ions was  observed. 
about 1 t o  2 hours. 

The observed time constant f o r  a clean RG-75-type gage was 
This f igure varied with gage condition and configuration by 
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a fac tor  of 10. Conditions that proved t o  be important were envelope surface 
area,  tubulation diameter and length, and previous gage h is tory  of exposure t o  
cesium vapors. 

The various time-lag tests indicated t h a t  cesium w a s  chemisorped on the gage 
envelope t o  a thickness of approximately 10 monolayers before any appreciable 
reevaporation of the cesium occurred. In  addition, the ef fec t ive  tubulation con- 
ductance was considerably reduced u n t i l  complete coating with cesium occurred. 
By these concepts, a calculat ion w a s  performed that indicated a reasonable agree- 
ment w i t h  experiment. A t yp ica l  gage response t o  a change i n  cesium pressure is  
shown i n  figure 4. During the measurement cycle shown, leakage currents were in-  
s ign i f icant .  This w a s  ver i f ied  by removing the filament heating current f r e -  
quently and observing the  various electrode currents with the  biasing voltages 
applied.  

The leakage currents were such as t o  cause f a i l u r e  of gages of the RG-75 
type a f t e r  about 1 hour of operation a t  a cesium vapor pressure of t o r r .  A t  
lower pressures, of course, longer periods of s a t i s f ac to ry  operation were possi- 
b l e .  

In  gages using an in t e rna l ly  shielded col lector  lead, co l lec tor  leakage w a s  
not observed u n t i l  such t i m e  a s  the gage was inoperative because of grid-to- 
filament leakage currents  through the  condensed cesium surface f i l m .  

The e f f ec t s  of cesium on the gage, which have been discussed previously, 
were a l l  highly dependent on the previous h is tory  of exposure of the  gage t o  
cesium vapor. The e f f ec t s  of a i r  on a gage previously exposed t o  cesium vapor 
were not considered i n  t h i s  study. 

Observations of the e f f ec t s  of cesium on gage elements were a l so  made. Over 
a period of severa l  months, no deter iorat ion of the thoriated-iridium filament, 
used i n  some of the gage samples, was detected. Cesium, however, completely de- 
stroyed the platinum film elements of  gages of t he  VG-1 type. Although consis- 
t e n t  s e n s i t i v i t y  measurements were obtained with the  VG-1 gage, the platinum 
col lec tor  element soon disappeared. With the exception of gages with the  p l a t i -  
num elements, no permanent gage damage was observed. Original gage character is-  
t i c s  could be recovered a t  any t i m e  by thorough outgassing of the gage. 

Measurement of Gage Sens i t i v i ty  

The gages used t o  determine gage s e n s i t i v i t y  t o  cesium were two of the  RG-75 

For purposes 
Bayard-Alpert gages and one VG-1 t r iode  gage. The RG-75 gages were operated a t  
an emission current of 10 milliamperes, the VG-1 a t  5 milliamperes. 
of calculation, gage a i r  s e n s i t i v i t i e s  were assumed t o  be those quoted by the  
manufacturer. The var ia t ions  of the individual  gages from the quoted sens i t i v i -  
t ies  were less than 10 percent. 

Typical measurements of ionizat ion gage s e n s i t i v i t y  a r e  shown i n  t ab le  I 
and figure 5. The measurements were made i n  the  following m e r .  With the  gage 
tubulation containing cesium cooled t o  a very low temperature, a measurement of 
t he  co l lec tor  res idua l  or  background current w a s  made. This current was ,  f o r  the 
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most part, caused by the residual gases in the gage at the time the gage was 
sealed. For measurement of the background current, the lower limit of the ap- 
paratus bath temperature ( -20° C) was sufficiently low since cesium vapor pres- 
sure at this temperature is less than torr. 

The cesium was heated to some given temperature, equilibrium was estab- 

The ion collector current was 
lished, and measurements were made. Cesium vapor pressure was determined at each 
new temperature from the equation in reference 7 .  
recorded, as well as the ionizing electron current. Minor variations in electron 
current were corrected by normalizing the ion current to a n o m 1  electron cur- 
rent of 10 milliamperes (5 ma for the VG-1 gage). 
ground current from each of the measured ion currents, the change in ion current, 
in response to changes in cesium pressure, was determined. From this, the gage 
sensitivity to cesium Scs 
vities rCs/air, 

constant over a series of tests. After a cycle of the bath temperature, however, 
when the cesium pressure was returned to essentially zero, the gage output stabi- 
lized to a somewhat higher value of background current than was observed before 
the test cycle. 
ampere, equivalent to a change in indicated background pressure of about 2X10-7 
torr . 

By subtraction of the back- 

could be calculated as well as the ratio of sensiti- 

This technique was used since the background current remained relatively 

This increase in collector current was nominally about 2X10-8 

The increase in background current was assumed to be due to a photoelectric 
emission current from the gage collector as a result of the heated filament. 
Outgassing of the gage elements permitted the original background current to be 
recovered. 

The value of 2KL0'8 ampere for the collector photoelectric current is in 
close agreement with a value of 7.5xlO-' ampere calculated for the RG-75 gage. 
The photoelectric current due to cesium is generally approximately three to four 
decades greater than the conventional X-ray current observed In  the particular 
gage in question. 

Erro r s  

In the process of data recording, cesium temperatures were recorded to 
+O.lo C, while the ion and electron currents were measured to +1 percent. 
other gage parameters (voltages and currents) were measured to +5 percent. 

The 

Reference 7 shows an accuracy of k1.0 percent for the vapor-pressure equa- 
The error  of 20.1' C in the temperature measurement would add an addi- tion. 

tional error of 50.7 percent in the temperature range of interest, so that a 
total error in the measurement of cesium pressure of less than +2.0 percent is 
assumed. 
a decrease in cesium purity. Since vapor pressures for impure cesium were not 
known, quantitative results could not be given other than for the case of 
assured cesium purity. 
measurements accepted. 

In fact, measurements indicated a general decay of sensitivity with 

Only when cesium purity was known to be high, were 
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Several sources of e r ror  were recognized and analyzed. Variations i n  enve- 
lope temperature caused t ranspirat ion e r rors .  So tha t  t h i s  problem m i g h t  be 
eliminated, the  gage w a s  t e s t ed  only a t  temperatures found under normal operating 
conditions. 

Changes i n  tubulation temperature caused, i n  turn,  changes in background 
pressure. A simple calculat ion showed that these temperature e f fec ts ,  with con- 
s idera t ion  of geometry and the range of temperatures involved, should not exceed 
k0 .5  percent. If t h i s  e f f ec t  had been sizable,  the data points of figure 5 would 
have f a l l e n  on l i n e s  having a slope greater  than uni ty .  Since such an e f f ec t  w a s  
not noted, the estimate of the  maximum e r ro r  involved w a s  assumed t o  be realis- 
t i c .  

A re t rospect ive analysis  of the  data indicated a most probable value for ce- 
s i u m  s e n s i t i v i t y  of 13.7 times the  a i r  s e n s i t i v i t y  w i t h  a probable e r ror  of 
14 percent f o r  a s ingle  observation. 

CONCLUDING FEMARKS 

An attempt has been made t o  predict  the ionizat ion gage s e n s i t i v i t y  t o  ce- 
sium w i t h  a method s i m i l a r  t o  t ha t  of references 3 and 4. With t h i s  method and 
the  cesium ionization data of references 9 t o  ll, the  gage s e n s i t i v i t y  t o  cesium 
was calculated t o  be 0.85 t o  1.85 times the a i r  sens i t i v i ty .  Although the cal-  
culat ion i s  accurate to,  a t  best ,  a fac tor  of about 2,  t he  observed and the  ca l -  
culated values d i f f e r  by a f ac to r  of about 10. There are two possible reasons 
for this difference: the data of reference 11, as interpreted i n  reference 12, 
a r e  incorrect ,  or a second mechanism of ionizat ion r e s u l t s  i n  the rad ica l ly  high 
cesium gage sens i t i v i ty .  
former i s  drewn i n  reference 13. 

Although the l a t t e r  conclusion i s  preferred herein, the  

A possible mechanism t o  y i e ld  the observed cesium s e n s i t i v i t y  might be ioni-  
zation by bombardment of the  vapor with photons from the  heated filament. If 
t h i s  were the case, the same mechanism should a l s o  be exhibited with the  other 
a l k a l i  metals, s o  t h a t  the  ionization gage would have extremely high sens i t i v i -  
t i e s  t o  these vapors. 

SUMMARY OF RESULTS 

A study was conducted t o  determine the e f fec ts  
Alpert ionizat ion gages a t  pressures less than 
study can be roughly divided i n t o  three main pa r t s .  
herein, w a s  developed by which s i m i l a r  s tudies  with 
conducted. With minor modification, t h i s  technique 

of cesium vapor on Bayard- 
t o r r .  The r e s u l t s  of this 
F i r s t ,  a technique described 

condensable vapors could be 
should be useful  with a var i -  

e t y  of condensable materials i n  studies on devices s i m i l a r  t o  the  ionization 
gage 

Secondly, measurements w e r e  made on the ionizat ion gage that indicated that 
the  ionizat ion gage s e n s i t i v i t y  t o  cesium i s  13 .7  t i m e s  the  a i r  s e n s i t i v i t y  with 
a probable e r ror  of 1 4  percent. 
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Finally,  a number of e f f ec t s  of cesium on the  gage were observed, a l l  
t raceable  t o  the  condensable and conductive nature of cesium. These e f f ec t s  in -  
cluded a time constant of t he  order of hours in response t o  changes i n  cesium 
pressure, photoelectric e f fec ts ,  and temporary gage f a i l u r e  when cesium plat ing 
between the  electrode lead became excessive. 

Lewis Research Center 
National Aeronautics and Space Administration 

Cleveland, Ohio, November 23, 1963 
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TABI;E I. - TYPICAL SENSITIVITY DATA FOR RG-75 IOIYIZATION GAGES 

IN CESIUM VAPOR ENVIRONMENT 

[Background col lector  current, 4.6Xl.0'8 amp; electron current, 
10 ma; grid voltage, 180 v; filament voltage, 30 v; collec- 
t o r  voltage, 0.1 

Cesium 
tempera- 
ture, 

OC 

-20 

.3 

4.5 

10.0 

12.8 

18.3 

Cesium 
vapor 

pressure , 
t o r r  

1x10-9 

1.4~10'~ 

2 . 6 ~ 0 - 7  

8 . 3Xl.0-8 

3 . 5 ~ 1 0 ' ~  

6 . 5 ~ 1 0 ' ~  

Collector 
current, 

amp 

4. 6Xl.0-8 

1 . 9 ~ 1 0 ' ~  

2 . 2 ~ 1 0 ' ~  

4.0~10-7 

4.2~10'7 

1 .8X10'6 

Collect or 
current 

l e s s  back- 
ground, 

amp 

0 

1.4.x10-.' 

1.7X10" 

3 . 5 ~ 1 0 ' ~  

3.7~10-7 

1. 7X10-6 

( a >  

16 9 

1 2  1 

135 

106 

2 62 

Gage 
s ens it i- 

vity,  
t o r r -1  

~ 

- 

Sens iti - 
vity,  

r e l a t ive  
t o  a i r  

( a  1 
16.9 

12.1 

13.5 

10.6 

26.2 

"Background current.  
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Bucket support and 
heater connections 

To t r a p  and 
pumping system - 

Nickel or 
tantalum 
bucket 

/Heater 
e 1 emen t 

-Mixture 01 
cesium 
chloride 
and 
calcium 

to s e a l  

Gage tubulation 

,-Gage t o  be tes ted  
/ 

Figure 1. - Schematic drawing of apparatus t o  prepare ioniza- 
t i o n  gages for t e s t ing  i n  cesium vapor environment. A l l -  
glass system (bakeable t o  350° C ) .  
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Figure 2 .  - Gage mounted i n  t e s t  apparatus.  
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Figure 3. - I o n i z a t i o n  gage t e s t i n g  apparatus  f o r  determinat ion of gage 
s e n s i t i - v i t y  t o  cesium vapor. Cesium temperature l e s s  than  gage t e m -  
per  a t  me. 
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Figure 4. - m i c a 1  response of RG-75 ionization gage t o  s t ep  
change i n  cesium pressure. 

4 



.I. 111. ... 1.1 ..I.. I I 

i 
/' 9 

/ 

/' 

/ 
4 

Gage sensi t ivi ty ,  S, torr'l 
02 -04 .06 .1 .2 

r I i I I I I  I 
Relative sensi t ivi ty ,  rcs/air 

2 4 6 8 1 0  20 
1 I I I I I  I 

t Gage G r i d  

. .  

Filament Electron 

t voltage, voltage, current, 
v v m a  

30 10 
30 1 

5 25 175 1 0 VG-1 I I I I  

6 8 10 20 40 60 80 100 200 400x10'7 
Indicated pressure of air, t o r r  

I I I I I 1 1 1 1  

1 2 

1 2 4 6 810 20 40 60 80 100 200 400~10-~ 
Collector current f o r  electron current of LO ma, amp 

Figure 5, - Ionization gage indicated pressure as function of 
cesium vapor pressure. Voltages measured r e l a t i v e  to col- 

b. lector.  
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